
 

                
 

   
Place and date: 

 

For the issuing office: 
Høvik, 07April 2021 
 

Notified Body 2460 
DNV Product Assurance AS 
 

 

 

 
 
 
 

Sholeh Gheissar 
Principal Assessor 

 

Notice: The Certificate is subject to terms and conditions as set out in the Certification Agreement. Failure to comply may render this Certificate invalid. 

NOTIFIED BODY 2460: DNV Product Assurance AS, Veritasveien 3, 1363 Høvik, Norway, Tel +47 67 57 88 00, www.dnv.com  
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EC CERTIFICATE 

Full Quality Assurance System 
Certificate No.:  

10000367702-PA-NA-SVK rev.0.0 

 

Project No.: 

 PRJN-187805-2020-PA-SVK 

 

Valid Until:  

27 May 2024 

 

 
This is to certify that the quality system of: 

 

Mandelay Kft. 
Szigetszentmiklós 2310, 12001/13 Gyártelep Hrsz, Hungary 

 
 
For design, production and final product inspection/testing of: 

UNIVERSAL ELECTROPHYSIOLOGICAL BIOFEEDBACK SYSTEM 
WITH ELECTROTHERAPY FUNCTION 
 

 
Has been assessed with respect to: 

The conformity assessment procedure described in Annex II 
excluding section 4 of Council Directive 93/42/EEC on Medical 
Devices, as amended  
 

and found to comply 

 

 

 

 

 

 

Further details of the product(s) and conditions for certification are given overleaf. 

 

http://www.dnv.com/


 

                 
  

Certificate No.: 10000367702-PA-NA-SVK rev.0.0 
Place and date: Høvik, 07April 2021 
 

 

 

 

Notice: The Certificate is subject to terms and conditions as set out in the Certification Agreement. Failure to comply may render this Certificate invalid. 

NOTIFIED BODY 2460: DNV Product Assurance AS, Veritasveien 3, 1363 Høvik, Norway, Tel +47 67 57 88 00, www.dnv.com  

 

ICP-4-5-i1-MDD-f2, rev.0 
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Certificate history: 

 

 

 

Products covered by this Certificate: 

 

The complete list of devices is filed with the Notified Body 

 

 

 

  

Jurisdiction 

Application of Council Directive 93/42/EEC of 14 June 1993, adopted as “Forskrift om Medisinsk 
Utstyr” by the Norwegian Ministry of Health and Care Services. 

Revision Description Issue Date 

0.0 Original Certificate 07 April 2021 

Product Description Product Name Class 

Universal 
Electrophysiological 
Biofeedback System with 
electrotherapy function  

SCIO 

IIa Mandelay Quest 9 

Health Optimizing Homeostasis 

Sites covered by this certificate  

Site Name Address 

Mandelay Kft.  Huba utca 25, 2316 Tököl, Hungary 

 

http://www.dnv.com/


 

                 
  

Certificate No.: 10000367702-PA-NA-SVK rev.0.0 
Place and date: Høvik, 07April 2021 
 

 

 

 

Notice: The Certificate is subject to terms and conditions as set out in the Certification Agreement. Failure to comply may render this Certificate invalid. 

NOTIFIED BODY 2460: DNV Product Assurance AS, Veritasveien 3, 1363 Høvik, Norway, Tel +47 67 57 88 00, www.dnv.com  
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Terms and conditions 

The certificate is subject to the following terms and conditions: 

• Any producer (see 2001/95/EC for a precise definition) is liable for damage caused by a 
defect in his product(s), in accordance with directive 85/374/EEC, as amended, concerning 
liability of defective products. 

• The certificate is only valid for the products and/or manufacturing premises listed above. 

• The Manufacturer shall fulfil the obligations arising out of the quality system as approved 
and uphold it so that it remains adequate and efficient. 

• The Manufacturer shall inform the Notified Body of any intended updating of the quality 
system and the Notified Body will assess the changes and decide if the certificate remains 
valid. 

• Periodical audits will be held, in order to verify that the Manufacturer maintains and applies 
the quality system. the Notified Body reserves the right, on a spot basis or based on 
suspicion, to pay unannounced visits. 

The following may render this Certificate invalid: 

• Changes in the quality system affecting production. 

• Periodical audits not held within the allowed time window. 

 

Conformity declaration and marking of product 

When meeting with the terms and conditions above, the producer may draw up an EC declaration 
of conformity and legally affix the CE mark followed by the Notified Body identification number. 

 

End of Certificate 

http://www.dnv.com/


 

Management System Certificate 

 

 
   Certificate No.:  Project No.: Initial Certification Date: Valid Until: 
  15017-2019-AQ-CZS-NA-PS Rev. 0.0  PRJC-601141-2019-PRC-CZE 16 October 2019 16 October 2022 

 

 
Place and Date: 

 
MSYS 018 

 

For: 
Høvik, 16 October 2019 DNV GL PRESAFE AS 

 

  
 

  
Eugenie Winger Husebye 
 
 
The Certificate has been digitally signed. 
See www.presafe.com/digital_signatures for more info 

Notice: The Certificate is subject to terms and conditions as set out in the Certification Agreement. Failure to comply may render this Certificate invalid. 

 
MSD-CP-243, Ver. 5.0 DNV GL PRESAFE AS  -  Veritasveien 3, N-1363 Høvik, Norway  -  Registered Enterprise No: NO 997 067 401 MVA Page 1 of 2 

 
 
 

This is to certify that the management system of: 
 

Mandelay Kft. 

 

Gyártelep Hrsz. 12001/33. 
2310  Szigetszentmiklós 
Hungary 
 
 
 
 
With sites as listed overleaf.  
 
 
 
Complies with the requirements of:  
 

ISO 13485:2016/NS-EN ISO 13485:2016 
 
 
 
The Certificate is valid for the following scope:  
 
Design, Development, Production, Distribution, and Service of Pulsed 
Electromagnetic Field devices and Universal Electrophysiological 
Biofeedback System with the following names: SCIO, Eductor, QUEST 9, 
Health Optimizing Homeostasis.  

 



 

Management System Certificate 

 

 
   Certificate No.:  Project No.: Initial Certification Date:    Valid Until: 
  15017-2019-AQ-CZS-NA-PS Rev. 0.0  PRJC-601141-2019-PRC-CZE 16 October 2019 16 October 2022 

 
 

 
MSD-CP-243, Version 5  DNV GL PRESAFE AS  -  Veritasveien 3, N-1363 Høvik, Norway  -  Registered Enterprise No: NO 997 067 401 MVA Page 2 of 2 

 

Site Name Address Site Scope 

Mandelay Kft. 
Gyártelep Hrsz. 
12001/33.,2310,Szigetszentmiklós,Hungary 

Registration address 

Mandelay Kft. Huba utca 25.,2316,Tököl,Hungary 

Design, Development, 
Production, Distribution, 
and Service of Pulsed 
Electromagnetic Field 
devices and Universal 
Electrophysiological 
Biofeedback System with 
the following names: SCIO, 
Eductor, QUEST 9, Health 
Optimizing Homeostasis. 

 
 
 

 
End of Certificate  

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 



Place and date:

 

For the issuing office:
Budapest, 17 June 2019 DNV GL – Business Assurance

1143 Budapest XIV, Stefánia út 101-103.,
Hungary

   

Adlovits László
Management Representative

Lack of fulfilment of conditions as set out in the Certification Agreement may render this Certificate invalid.
ACCREDITED UNIT: DNV GL Business Assurance B.V., Zwolseweg 1, 2994 LB, Barendrecht, Netherlands. TEL:+31 102922689. www.dnvgl.com/assurance

MANAGEMENT SYSTEM 
CERTIFICATE
Certificate No:
285665-2019-AQ-BUD-RvA

Initial certification date:
17 June 2019

Valid:
17 June 2019 - 16 July 2022

This is to certify that the management system of

Mandelay Kft.
2316 Tököl, Huba utca 25., Hungary
and the sites as mentioned in the appendix accompanying this certificate

has been found to conform to the Quality Management System standard:
ISO 9001:2015

This certificate is valid for the following scope:
Design, development, production, distribution, and service of Universal 
Electrophysiological Biofeedback Systems with electrotherapy function



Certificate No: 285665-2019-AQ-BUD-RvA
Place and date: Budapest, 17 June 2019

Lack of fulfilment of conditions as set out in the Certification Agreement may render this Certificate invalid.
ACCREDITED UNIT: DNV GL Business Assurance B.V., Zwolseweg 1, 2994 LB, Barendrecht, Netherlands. TEL:+31 102922689. www.dnvgl.com/assurance
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Appendix to Certificate

Mandelay Kft.
Locations included in the certification are as follows:

Site Name Site Address Site Scope
Mandelay Kft. 2316 Tököl, Huba utca 25., 

Hungary
Design and development, production, 
distribution and service of Universal 
Electrophysiological Biofeedback 
Systems with electotherapy function

Mandelay Kft. 2310 Szigetszentmiklós, Gyártelep 
Hrsz. 12001/33., Hungary

Registration Address

 



 

 
Place and date: For the issuing office:
Høvik, 12.08.2024 DNV Product Assurance AS – Notified Body 2460 

Veritasveien 1, 1363 Høvik, Norway

Menaka Singh
Management Representative

 

Lack of fulfilment of conditions as set out in the Certification Agreement may render this letter invalid.

NOTIFIED BODY 2460: DNV Product Assurance AS, Veritasveien 1, 1363 Høvik, Norway, Tel +47 67 57 88 00, www.dnv.com

Notified Body Confirmation Letter Reference: C701185

To whom it may concern,

Confirmation of the status of a formal application, written agreement, and appropriate
surveillance in the framework of Regulation EU 2023/607 amending Regulations (EU)
2017/745 and (EU) 2017/746 as regards the transitional provisions for certain medical
devices and in vitro diagnostic medical devices

This letter confirms that, DNV Product Assurance AS, a Notified Body (NB) designated against
Regulation (EU) 2017/745 (MDR) and identified by the number NB 2460 on NANDO, has received
a formal application in accordance with Section 4.3, first subparagraph of Annex VII of MDR and
has signed a written agreement in accordance with Section 4.3, second subparagraph of Annex
VII of MDR with the following manufacturer: 

Mandelay Kft
2310 Szigetszentmiklós Gyártelep 
12001/33 hrsz
Hungary

SRN Number: HU-MF-000011146

The devices covered by the formal application and the written agreement mentioned above are
identified in the Tables below. Table 1 identifies the devices for which an MDR application has
been received, written agreement concluded and for which the NB is also responsible for
appropriate surveillance of the corresponding devices under the applicable Directive. Table 2
identifies the devices for which an MDR application has been received and a written agreement
concluded, but the NB has not yet taken the responsibility for appropriate surveillance of the
corresponding devices under the applicable Directive.

In the case of devices covered by certificates issued under Directive 93/42/EEC (MDD) that
expired after 26 May 2021 and before 20 March 2023, without having been withdrawn, this letter
also confirms that the manufacturer signed the written agreement under MDR by the date of MDD
certificate expiry; or provided evidence that a competent authority of a Member State had granted
a derogation or exemption from the applicable conformity assessment procedure in accordance
with Article 59(1) of MDR or Article 97(1) of the MDR respectively, by the 20 Mar 2023 for the
relevant devices.

 

http://www.dnv.com
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DMSP-5-PA-MDR-32-A1 Rev. 0 

Revision published date: 18.10.2023 

The transition timelines that apply to the devices covered by this letter, subject to the
manufacturer’s continued compliance to the other conditions specified in Article 120.3c of MDR
(as amended by (EU) 2023/607), are shown below:

• 26 May 2026 for Class III custom-made implantable devices 
• 31 December 2027 for Class III devices and Class IIb implantable devices excluding Well-

established technologies (WET - sutures, staples, dental fillings, dental braces, tooth
crowns, screws, wedges, plates, wires, pins, clips, and connectors)

• 31 December 2028 for other Class IIb devices, Class IIa, Class I devices placed on the
market in sterile condition or have a measuring function.

• 31 December 2028 for devices not requiring the involvement of a notified body under MDD

but requiring it under MDR (e.g., class I devices that qualify as re-usable surgical

instruments)

Table 1: Devices covered by this letter and for which the NB is also responsible for
appropriate surveillance of the corresponding devices under the applicable Directive:

Device name and
Basic UDI-DI (under
MDR application)

MDR Device
classification (as
proposed by the
manufacturer and
verified at the
quotation request
review stage)

If the MDR device is a
substitute device,
identification of the
corresponding MDD
device 

MDD Certificate
Reference(s) of the
devices under MDR
application, and the
NB Identification

Mandelay Q9

Basic UDI-DI:
5999861425006

IIa NA 10000367702-PA-NA-
SVK rev.0.0 

and appendix issued
to 10000367702-PA-
NA-SVK rev.0.0 

NB : DNV 2460
Health Optimizing 
Homeostasis

Basic UDI-DI:
5999861425020

IIa NA 10000367702-PA-NA-
SVK rev.0.0, 

NB: DNV 2460

SCIO 

Basic UDI-DI:
5999861425013

IIa NA 10000367702-PA-NA-
SVK rev.0.0 , 
NB : DNV 2460

Table 2: Devices covered by this letter and for which the NB is NOT responsible for
appropriate surveillance of the corresponding devices under the applicable Directive: 

Device name and 
Basic UDI-DI (under 
MDR application) 

MDR Device 
classification (as 
proposed by the 
manufacturer and 
verified at the pre- 
application stage)

If the MDR device is 
a substitute device, 
identification of the 
corresponding MDD 
device  

MDD Certificate
Reference(s) of the
devices under MDR
application, and the
NB Identification

NA NA NA NA
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DMSP-5-PA-MDR-32-A1 Rev. 0 

Revision published date: 18.10.2023 

Confirmation Letter Revision History

Date NB internal 
reference traceable
to each version of
the letter

Action

2024/08/12 C701185 Initial issue

Lack of fulfilment of conditions
The following may render this letter of confirmation invalid:

• Lack of compliance to the requirements of Regulation (EU) 2023/607.

• Significant changes to design or intended purpose of the devices.
• Changes in the quality system affecting production.

• Periodical audits not held within the timeframe.


